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Surface plasmon resonance sensors exploit the high sensitivity to local perturbations of plasma
waves in a thin metal layer. These devices have a wide range of applications as biomedical,
environmental, industrial, and homeland security. We concentrate on the theoretical aspects of the
sensing principle. By calculations at various indexes of refraction we proved that using substrate
material of higher index, sensitivity and dynamics range improve conspicuously. Finally, we show
experimental data taken using a special transparent ceramic material of exceptionally high index of
refraction n=2.04. Tests demonstrate sensitivity about one order of magnitude better than those
obtained with conventional BK7 glass. © 2008 American Institute of Physics.
DOI: 10.1063/1.3005584
Surface plasmon resonance SPR sensors have been de-
veloped to study chemical reactions occurring in the proxim-
ity of a metal surface.1–3 A SPR setup can be arranged in
various configurations.4–9 Most commonly, the sample sub-
strate consists of a thin gold layer deposited on a glass prism
where light beam is shone in total internal reflection condi-
tion Kretschmann configuration1. The light reflected is de-
tected by a charge coupled device CCD camera that inte-
grates the light spot Fig. 1a. At a certain angle of
incidence, reflectivity drops sharply nearly to zero because of
the SPR effect. This phenomenon is sensible to any pertur-
bation of conditions nearby the metal layer, most importantly
refractive index RI changes. Generally, the device is en-
closed in a flow cell. The metal layer is functionalized by a
ligand able to bind to target sample molecules. Overall RI
changes depend on sample index of refraction, sample thick-
ness, and coverage. Thus, molecular complex formed on the
layer will be perturbing the resonance. Very high sensitivity
to the thickness and coverage allows real time study of the
formation of molecular complexes. This methodology is usu-
ally called SPR sensing and it is applied mostly in biomedi-
cal, environmental, and industrial applications.10
In our treatment the calculation of the surface plasmon
effect is reduced to a well-known two-dimensional three me-
dia Fresnel theory. We define p, m, and s as the dielectric
constants of the three media p, m, and s. The prism is sym-
bolized by the index p, the metal by m, and the sample










=9.75, p=1.361016 rad /s, and =1.45
1014 rad /s, in the case of gold.11
The total reflectivity in the three layers system is given
by the relation












The other parameters appearing in the relation are kjz
=  j2 /c2−kx2 j=p,m,s and kx=p /csin . The index j
= p, m, and s indicates that the symbol j stands for p, m, and
s; a compact representation of the three parameters kpz, kmz,
and ksz.
aElectronic mail: ruggero@yokohama-cu.ac.jp.
FIG. 1. Color online a A schematic view of the core of a generic SPR
system. A transparent prism is metal coated on one face where a light beam
is shone in total internal reflection conditions. Plasmon Resonance is de-
tected monitoring with a CCD camera the reflectivity properties of the metal
surface. This surface is treated with a ligand. When a liquid containing the
target molecule is circulated, analyte, and ligand bind to form a larger com-
plex. As a result the overall RI and the reflectivity curve are changed. b
Reflectivity SPR curve as integrated by the CCD camera in the scheme a.
The curve is calculated for a gold coating of about 52 nm, in water solution
and illuminated by 670 nm laser beam. A positive variation in index of
refraction about 1% results in an increased resonance angle.
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The reflectivity profile obtained is shown in Fig. 1b for
two slightly different values of s.
In Fig. 2 are shown the response curves for different
sample RIs, calculated for a glass prism m=2.31 and for a
high RI material m=4.16. The clear advantages in the lat-
ter case are evident. For glassy prism right group of curves,
the resonance profile is less sharp and less deep. This results
in decreased sensitivity and signal to noise ratio. The simu-
lation is performed in both cases for samples of RI ranging
between n=1.333 and n=1.6, however, only the first two
resonance peaks are observable. Instead, the prism of higher
RI material gives very deep and sharp resonance peaks for all
the RI range.
To confirm these theoretical insights we performed a test
with a substrate of high RI. We used a transparent ceramic
material of n=2.04 RI Lumicera™ ceramics, Murata Manu-
facturing Co., Ltd.. This material is of low cost and can be
molded to any shape; its transmittance spectrum is shown in
Fig. 3.
Normally, ceramics are opaque because of the existence
of pores and impurity phases at the grain boundary, however
in this material the entire production process has been opti-
mized in order to realize a dense and homogeneous
FIG. 2. Color online The comparative analysis of the response of a glass
prism based SPR sensor and a higher refraction index material based one.
The grayed group of curves is the simulated SPR response to different RI
samples, ranging from n=1.333 to n=1.6. The calculation are made consid-
ering a =670 nm laser beam, a d=50 nm thin gold metal layer over a n
=2.04 m=4.16 prism. The other curves are calculated in the same condi-
tions for a standard n=1.52 m=2.31 glass prism. In the case of glass
substrate only the first two lower RI curves show resonance peaks. With
high RI material deeper and sharper peaks appear for all the RI range. In an
actual sensor this will result in wider dynamic, better signal-to-noise ratio
and sensitivity.
FIG. 3. Color online The transmission spectra of the ceramic used is
compared with quartz. This is a special transparent material based on the so
called BMT mixture: BaSn,Zr,Mg,TaO3. This ceramic can be molded to
any shape, has a very high RI n=2.04 and a wide transmission range.
FIG. 4. Color online The core of the setup. a A schematic representation
of the ceramic sensor in the flow cell. A =670 nm diode laser illuminates
a 52 nm thick gold layer deposited on the face of the sensor exposed to the
solution circulating in the flow cell. The laser beam is incident at a variable
angle t, and it is internally reflected on the gold surface at . The reflected
light is finally collected by a detector CCD. The angle  is 45°. b A
picture of the sensor. The letter “c” indicates the flow-cell block, one of the
in/out pipes is visible to the right indicated by an arrow. The ceramic
“prism” sensor is encased in the center, recognizable by its reddish color. To
the side of the flow cell another isolated one is shown marked by the symbol
“p.”
FIG. 5. Color online The differential response of the BMT ceramic based
sensor. The signal plotted results from the reflectivity difference between
pure water and a 3% w /w% sucrose solution. In the inset the raw reflectivity
curves are shown within the angular range grayed on the main plot.
FIG. 6. Color online The SPR sensor linear response to different glucose
concentration of a standard glassy SPR sensor. In the inset, differential re-
sponse for ceramic substrate reaches about 250 mV at 3% glucose concen-
tration, one order of magnitude better than with the glass based sensor.
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ceramic.12,13 For reason of compatibility with our flow cells,
the shape of the sensor is not a perfect prism as in classic
Kretschmann configuration. In Fig. 4 a sketch of the sensor
and the beam optical path are shown.
Using four samples at low glucose concentration, we
scan the angle if incidence t defined in Fig. 4 from 0° to
90°, obtaining the series of curves shown in the inset of Fig.
5, note that the angle t= /4−sin−1n1 /n0 sin− runs in
opposite direction to .
This results are compared to the SPR response of a nor-
mal BK7 glassy SPR sensor in Fig. 6. Both systems show
good linearity and high sensitivity. However, the ceramic
based SPR show about 250 mV differential response be-
tween water and 3% glucose solution. This value is one order
of magnitude higher than the BK7 glass case.
By a basic theoretical investigation we showed that high
index of refraction materials can be used in SPR sensors to
obtain higher sensitivity and wider dynamic ranges. We
simulated performances of ideal SPR tests showing compara-
tive plots proving better performances. Also, we could setup
a real test using a transparent ceramic of refraction index n
=2.04, shaped as a prism and sputtered with gold for SPR
sensing. We obtained good linearity and higher sensitivity,
about one order of magnitude better than with conventional
glass-based SPR sensors.
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